TEST SET-UP CHART TYPE 576 






TYPE 576 

TEKTRONIX, INC.. 


CURVE TRACER 

PORTLAND. OREGON, U.S.A. 




CENTERUNE VALUE ICHKK zno) 



cal I 




VARIABLE 

COLLECTOR SUPPLY 
( PERCENT OF MAX PEAK VOLTS 



80 



RED LIGHT INDICATES DANGEROUS VOLTAGES 
MAY APPEAR AT COLLECTOR TERMINALS 


EXT BASE 
STEP GEN OR EMIT 
OUTPUT INPUT GROUND 



o o o O 


070 - 0970-01 
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